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Abstract
The performance of a novel integrated photosensor for use in a xenon gas proportional scintillation detector is
described. Earlier integrated photo-sensor designs were limited in charge gains due to the onset of electrical breakdown,
which was ascribed to optical positive feedback from scintillation photons produced in the charge ampli"cation stage.
The present design uses a gas electron multiplier (GEM) composed of a 50 lm thick Kapton "lm with copper-plated
electrode surfaces on both sides and perforated with 200 lm holes at a 300 lm pitch. The front surface is made
photosensitive with a 150-nm-thick CsI "lm. When an appropriate voltage is applied between the copper electrodes, the
resulting electric "eld directs photoelectrons produced on the front surface through the holes in the GEM and onto a wire
chamber where charge ampli"cation occurs. Optical positive feedback is essentially eliminated since the charge
ampli"cation stage is optically de-coupled from the photocathode. The GEM also provides a small amount of charge
gain, up to 3.3, before the electrons enter the wire chamber where charge gains up to about 103 take place. However, the
measured e!ective quantum e$ciency, namely, the number of photoelectrons traversing the GEM holes per incident
170 nm scintillation photon, as measured under present conditions, is only about 1%. A discussion of the results is
presented. ( 1999 Elsevier Science B.V. All rights reserved.
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1. Introduction
Gas proportional scintillation counters (GPSCs)
are used to detect X-rays in the 0.25}60 keV region
and have demonstrated superior performance in
a number of physics and medical applications for
which large detection areas and room temperature
operation are required [1,2].
In a conventional GPSC incident X-rays are
absorbed in a low-electric-"eld drift region by the
photoelectric e!ect in xenon. Under the in#uence of
the electric "eld, the cloud of primary ionization
electrons drifts into a high-"eld region where scin-
tillation results from xenon excitation produced in
collisions with electrons. The low-noise ampli"ca-
tion of the primary ionization by the scintillation
Fig. 1. Schematic diagram of the new integrated photosensor
and GPSC.
process results in a factor of two improvement in
energy resolution compared with a conventional
gas proportional counter [1].
A quartz-window photomultiplier tube (PMT) is
presently required to detect the 170 nm ultraviolet
(UV) scintillation photons in xenon, and this re-
quirement has limited the widespread application
of the GPSC. Quartz-window PMTs are bulky,
expensive, and fragile, are sensitive to gain #uctu-
ations, and lack the spatial uniformity necessary for
large-area detectors. Furthermore, if the GPSC is
operated at xenon pressures above several atmo-
spheres, UV light losses become signi"cant in the
required thick quartz window.
Recent works have investigated integrated UV
sensors as alternatives to the standard PMT [3,4].
In these cases, CsI was used as the photosensitive
medium [5}7] and the resulting photoelectrons
were charge-ampli"ed in either microstrip or multi-
wire anodes operating in the pure xenon atmo-
sphere of the GPSC. One serious drawback with
these methods results from the additional scintilla-
tion photons produced in xenon during the charge
avalanche process. These photons with a direct
optical path to the photocathode surface can in-
duce optical positive feedback in the system, event-
ually leading to electrical breakdown and
a limitation on the ultimate gain that can be
achieved. The gains achieved for these cases were
not high enough to achieve spectroscopic perfor-
mance. The design reported here attempts to cir-
cumvent this limitation by de-coupling the
photocathode surface from the charge-ampli"ca-
tion stage of the integrated photo-sensor.
This integrated photosensor can also be very
attractive to other applications such as RICH de-
tectors [8}10].
2. Experimental set-up
The design of the new integrated photosensor is
schematically illustrated in Fig. 1.
The 150-nm-thick CsI photocathode is posi-
tioned 1.5 m from the GPSC collection grid, G2,
and is vacuum-deposited onto the GEM [11}13].
The GEM (Fig. 2) is made of a 50-lm-thick Kapton
sheet coated on each side with a 70-lm-thick
vacuum-deposited copper layer and perforated
with 200-lm-diameter holes on a 300 lm pitch. The
full-sensitive diameter of the GEM plate is 40 mm,
from which only 40% of the area is coated with CsI
photocathode "lm. The remaining area corres-
ponds to the holes in the GEM.
Directly below the GEM, a 25-lm-diameter,
1-mm-spaced multi-wire proportional chamber an-
ode plane functions as the charge ampli"cation
stage of the photosensor. A back-plane cathode is
used beneath the multi-wire anode plane in order
to guarantee electrostatic "eld symmetry around
the multi-wire anodes. The GPSC, with a 4 cm deep
absorption region and 1.8 cm scintillation region, is
"lled with 825 Torr of xenon, which is continuously
puri"ed through getters.
A fraction of the UV photons produced in the
scintillation region (Fig. 1) illuminate the CsI and
eject photoelectrons, which are accelerated along
electric "eld lines through the holes in the GEM.
The photoelectrons undergo limited charge multi-
plication as a result of the electric "eld produced by
the electrodes on each side of the GEM. A much
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Fig. 2. Cross section of one hole of the GEM.
Fig. 3. Typical 5.8 MeV a-particle spectrum obtained from the multiwire chamber anodes.
larger multiplication results from the charge ava-
lanche around the anode wires. The additional
xenon UV photons produced in the electron ava-
lanche are e!ectively screened from the CsI photo-
cathode by the intervening GEM. The ampli"ed
anode pulses depend, therefore, only on the UV
light produced in the GPSC scintillation region.
With this geometry it is possible, in principle, to
overcome the positive feedback limitation and
achieve high gains with good uniformity of re-
sponse over a large detector area.
3. Experimental results and discussion
The pulse-height distribution for 5.8 MeV a-par-
ticles from a 241Am source measured from the
signals taken from the wire chamber is presented in
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Fig. 4. Relative pulse-height amplitude as a function of the reduced electric "eld in the GPSC scintillation region. Full lines are the
least-squares "t to the relative pulse-height amplitude for reduced electric "elds below and above 1 V cm~1 Torr~1.
Fig. 3. Since the a-particle source is located within
the xenon envelope of the GPSC with little collima-
tion, energy resolution is deteriorated and the peak
has a large, low-energy tail. No obvious peak struc-
ture was discerned for the 14- and 60-keV X-rays.
The pulse-height amplitude (Fig. 4) exhibits
a straight-line dependence on the reduced electric
"eld with a threshold at about 1 V cm~1 Torr~1 as
is the characteristic of the scintillation light from
xenon [14]. This demonstrates conclusively that
the pulses are produced by photoelectrons ejected
from the CsI "lm by the scintillation photons.
In Fig. 5 we plot the charge gain of the GEM as
a function of the voltage di!erence between its front
and back surfaces. The gain was measured for the
absorption of three di!erent radiations: 14- and
60-keV X-rays and 5.8 MeV a-particles. The data
for the di!erent energies are quite similar, implying
the absence of any appreciable space-charge e!ects.
For these measurements, the voltages applied to
the scintillation region were well below the scintil-
lation threshold, so that the pulses resulted only
from the collection of the primary ionization charge
that has been transferred through the GEM and
into the multi-wire chamber region. The charge
transfer e$ciency was measured to be nearly 100%.
Measurable charge multiplication begins at ap-
proximately 50 V and reaches a value of 3.3 at
250 V. At higher voltages, instabilities attributed to
the onset of breakdown occur.
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Fig. 5. GEM charge gain for 14 keV(]), 60 keV(e) X-rays, and 5.8 -MeV (s) a-particles, as a function of the voltage between its
electrode surfaces.
The photosensor multi-wire chamber charge
gain as a function of the applied voltage is depicted
in Fig. 6. As seen at 1100 V the gain is about 102.
Higher gains can be obtained but instabilities due
to electrical breakdown occur.
The e!ective quantum e$ciency, E
2%
, namely, the
number of photoelectrons traversing the GEM per
UV photon reaching the full 40 mm diameter
photosensitive area, can be estimated form Fig.
4 from the ratio of the pulse heights with and
without scintillation ampli"cation. For E/p below
the scintillation threshold of 1 V cm~1 Torr~1, the
measured pulse height is due to only the primary
electron number, N
0
, and the detector functions as
an ionization chamber. For values above
1 V cm~1 Torr~1, in addition to N
0
, we also have
N
1%
, the number of photoelectrons resulting from
scintillation entering the holes of the GEM. With
the "rst grid, G1, of the GPSC biased at !5700 V
and the second grid, G2, at !1200 V, the reduced
electric "eld in the scintillation region is
3.0 V cm~1 Torr~1, well above the scintillation
threshold.
If the dependence of the pulse height on the col-
lected charge is assumed to be linear, we can say that
the pulse height is proportional to the total number
of electrons that are transmitted through the GEM
holes. Comparing the relative pulse heights in Fig. 4
for E/p"3 and (1 V cm~1 Torr~1, we "nd that
N
0
#N
1%
N
0
"1.70 or N
1%
"0.70N
0
. (1)
If there is no further ionization prior to the
GEM, N
0
is also the number of electrons formed
when the radiation is absorbed in the GPSC. For
a 5.8 MeV a-particle and a mean electron/ion pair
production energy in xenon of 22 eV, N
0
is 2.6]105.
N
1%
can also be estimated by
N
1%
"N
0
]Light gain]
X
4%
E
2%
(2)
where the light gain is the number of scintillation
photons produced by one primary electron in
traversing the scintillation region, X/4% is
the fraction of solid angle subtended by the active
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Fig. 6. Charge gain on the multi-wire chamber as a function of the applied voltage (referred to the back surface of the GEM).
photocathode area, and E
2%
is the e!ective quantum
e$ciency. At E/p"3 V cm~1 Torr~1 in the scin-
tillation region, the 170 nm scintillation photons of
xenon have about 8 eV and are produced with
about 89% e$ciency [15], resulting in a light gain
of 4.5]102 photons/electron. X/4% was calculated
[16] to be 1.5]10~1 for a 40-mm-diameter GEM
photosensitive area. From Eqs. (1) and (2) we can
estimate the E
2%
to be about 1%.
Taking into account that only 40% of the GEM
area is actually photosensitive (the remaining area
corresponds to GEM holes), the e$ciency for the
actual photosensitive area is about 3%. This e$-
ciency is the product of the CsI quantum e$ciency
and the collection e$ciency of the photoelectrons
into the GEM. For a typical value of 30% quantum
e$ciency for CsI at 170 nm [5}7], the above esti-
mate leads to the conclusion that only approxim-
ately 10% of the photoelectrons are transmitted
through the GEM. In fact, following extraction
from the CsI, the photoelectron must be directed
through the GEM and toward the wire chamber.
If the electric "eld at the photocathode surface is
too weak, photoelectrons cannot be extracted from
the photocathode. If the "eld is too strong,
photoelectrons are collected on G2 instead of being
transmitted through the GEM. For e$cient
transmission, a compromise "eld value has to be
determined.
In Fig. 7 we plot the relative pulse height of the
system as a function of the irradiation on the
photosensor CsI photocathode. As seen, after the ini-
tial build-up taking place in the "rst 105 photons
mm~2 the system shows a very good stability, bet-
ter than $2% variation on the pulse height. The
initial variation in the pulse amplitude may be
explained by charge build-up in the insulating holes
of the GEM.
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Fig. 7. Relative pulse-height amplitude as a function of the photosensor irradiation of xenon 170 nm scintillation light.
4. Conclusions
The device described here demonstrates that it is
possible to detect UV scintillation light with an
integrated photosensor with little or no positive
feedback from photons produced in the charge
avalanche process. The e!ective quantum e$ciency
presently obtained, about 1%, is lower than
expected. Also, electrical insulation of the multi-
wire chamber should be improved in order to
achieve reasonable photosensor gain. These
photosensors parameters limit the obtained perfor-
mance of the integrated photosensor. Development
work concerning the improvement of these para-
meters and the study of alternative geometries are
in progress.
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